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Superfund Records Cuntcr

SITE: WU(S g4t
AT 2.2
C ?::::\ MA6AL
SDMS DoclD 549621 |
ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN WATER
ERT NO : 40043 CLIENT : UNIFIRST
FLD ID : SHIPPING BLANK SAMPLING SITE : WOBURN, MA
DATE ANALYZED : 12/02/8¢ DATE SAMPLED : 11/10/86
PARAMETER RESULT  PARAMETER J RESULT
ug/l ) : ug/l
——————————(——— f/_.“ —————
CHLOROMETHANE EDL BROMOMETHANE 8DL
VINYL CHLORIDE BDL CHLOROETHANE BDL ,
METHYLENE CHLORIDE BDL ACETONE BDL
CARBON DISULFIDE BDL 1,1-DICHLOROETHENE BDL
1,1-DICHLOROETHANE BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1, 1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE BDL
BROMODICHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE BDL
DIBROMOCHLOROMETHANE BDL 1,1,2-TRICHLOROETHANE BDL
BENZENE BDL CIS-1,3-DICHLOROPROPENE BDL
2-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
2-HEXANONE BDL 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE BOL 1,1,2,2- TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE BDL
ETHYL BENZENE BDL STYRENE BOL
TOTAL XYLENES BDL
SURROGATE RECOVERY, %
1,2-DICHLOROETHANE, D4 98
BENZENE,Dé 100
TOLUENE, D8 96
BROMOFLUOROBENZENE 117
BDL = BELOW DETECTION LIMIT, 10 ug/l

NOTE:

NA = NOT ANALYZED

The detection limit for the compounds Acetone, 2-Hexanone,

and 4-methyl-2-Pentanone is 50 ug/l



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
" VOLATILE ORGANIC COMPOUNDS IN SOIL

ERT NO : 40044 CLIENT : UNIFIRST
FLD ID : UC? SURFACE SAMPLING SITE : WOBURN, MA
DATE EXTRACTED : 11/21/8¢ DATE SAMPLED 117107/86

DATE ANALYZED : 12/04/86

PARAMETER : RESULT  PARAMETER . RESULT
ug/g ' ug/g

CHLOROMETHANE ’ BDL BROMOMETHANE " BDL
VINYL CHLORIDE BDL CHLOROETHANE BDL
METHYLENE CHLORIDE _ BDL ACETONE BDL
CARBON DISULFIDE BDL 1,1-DICHLOROETHENE BDL
1,1-DICHLOROETHANE - BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1,1-TRICHLOROETHANE . BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE BDL
BROMOD I CHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE BDL
DIBROMOCHLOROMETHANE BDL 1,1,2-TRICHLOROETHANE 8DL
BENZENE _ BDL CIS-1,3-DICHLOROPROPENE BDL
2-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
2-HEXANONE BDL 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE BDL  1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE : BDL
ETHYL BENZENE BDL STYRENE BDL
TOTAL XYLENES BDL

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE D4 127
BENZENE, D6 , a8
TOLUENE, D8 80
BROMOFLUOROBENZENE 101

BDOL = BELOW DETECTION LIMIT, 0.50 ug/g

NOTE: The detection limit for the compounds Acetone, Z-Hezanone,
and d-methyl-2-Pentanone is 3.0 ug/g

NA = NOT ANALYZED



'ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN SOIL

ERT NO : 40045 CLIENT : UNIFIRST
FLD ID : UC?7 2.2¢¢t. SAMPLING SITE : WOBURN, MA
DATE EXTRACTED : 11/21/86 DATE SAMPLED : 11/10/86

DATE ANALYZED : 12/04/8¢

PARAMETER " RESULT PARAMETER RESULT
ug/g ' ‘ ug/g

CHLOROMETHANE BDL BROMOMETHANE ~ BDL
VINYL CHLORIDE . BDL CHLOROETHANE ‘ BDL
METHYLENE CHLORIDE BDL ACETONE BDL
CARBON DISULFIDE BDL 1,1-DICHLOROETHENE BDL
1,1-DICHLOROETHANE BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM : BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1,1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE BDL  VINYL ACETATE BDL
BROMOD I CHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1, 3-DICHLORQPROPENE BDL TRICHLOROETHENE BDL
DIBROMOCHLOROMETHANE BDL 1,1,2-TRICHLOROETHANE BDL
BENZENE BDL CIS-1,3-DICHLOROPROPENE BDL
2-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
2-HEXANONE BDL 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE BDL
ETHYL BENZENE BDL " STYRENE BDL
TOTAL XYLENES . : BDL -

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE, D4 141
BENZENE , D¢ 96
TOLUENE, D8 ) 88
BROMOFLUOROBENZENE 107

BDL = BELOW DETECTION LIMIT, 0.40 ug/gq

NOTE: The detection limit for the compounds Acetone, Z-Hexanone,
and 4-methyl-2-Pentanone is 3.0 ug/gq

NA = NOT ANALYZED



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN WATER

ERT NO : 400456 CLIENT : UNIFIRST )

FLD ID : FIELD BLANK SAMPLING SITE : WOBURN, MA

DATE ANALYZED : 12/02/86 DATE SAMPLED : 11/10/86
PARAMETER RESULT PARAMETER RESULT

ug/l ug/l

CHLOROMETHANE BDL BROMOMETHANE BDL
VINYL CHLORIDE BDL CHLOROETHANE BDL
METHYLENE CHLORIDE BDL ACETONE BDL
CARBON DISULFIDE BDL 1, 1-DICHLOROETHENE BDL
1,1-DICHLOROETHANE BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM BDL “1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1, 1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE BDL
BROMODICHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE BDL
DIBROMOCHLOROMETHANE : BDL 1,1,2-TRICHLOROETHANE BDL
BENZENE ' BDL CIS-1,3-DICHLOROPROPENE BDL
2-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
2-HEXANONE : BDL 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE v BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE BDL
ETHYL BENZENE BDL STYRENE BDL
TOTAL XYLENES BDL

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE, D4 104
BENZENE,Dé - 99
TOLUENE,DS 95
BROMOFLUORQOBENZENE 121
BDL = BELOW DETECTION LIMIT, 10 ug/l

NOTE: The detection Iimit for the compounds Acetone, 2-Hexanone,
and 4-methyl-2-Pentanone is S0 ug/!
NA = NOT ANALYZED



'ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN SOIL

ERT NO
FLD ID
DATE EXTRACTED
- DATE ANALYZED

40219
UcC? 554

PARAMETER

CHLOROMETHANE
VINYL CHLORIDE
METHYLENE CHLORIDE
CARBON DISULFIDE
1,/1-DICHLOROETHANE
CHLOROFORM
2-BUTANONE
CARBON TETRACHLORIDE
BROMODICHLOROMETHANE
TRANS-1,3-DICHLOROPROPENE
DIBROMOCHLOROMETHANE
BENZENE
"2-CHLOROETHYL VINYL ETHER
2-HEXANONE
.TETRACHLOROETHENE
" TOLUENE
ETHYL BENZENE
TOTAL XYLENES

RESULT
ugl/g

EDL
BDL
BDL
BDL
BDL
BDL
BDL
BDL
BDL
BDL
BDL
BDL
BDL
BDL
BDL"
BDL
BDL

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE, D4
BENZENE,Dé

TOLUENE,D8
BROMOFLUOROBENZENE

CLIENT : UNIFIRST
SAMPLING SITE : WOBURN, MA
11/21/86 DATE SAMPLED 11/18/86
12/05/86
RESULT PARAMETER
. uglg
BDL BROMOMETHKANE
BDL CHLOROETHANE
BDL ACETONE
BDL 1,1-DICHLOROETHENE
BDL TRANS-1,2-DICHLOROETHENE
BDL 1,2-DICHLOROETHANE
NA 1,1,1-TRICHLOROETHANE
BDL VINYL ACETATE
BDL 1,2-DICHLOROPROPANE
BDL TRICHLOROETHENE
BDL 1,1,2-TRICHLOROETHANE
BDL CI1S-1,3-DICHLOROPROPENE
BOL BROMOFORM ’
BDL 4-METHYL-2-PENTANONE
BDL 1,1,2,2-TETRACHLOROETHANE
BDL -CHLOROBENZENE
BDL STYRENE
BDL
156
94
83
108
.50

BDL = BELOW DETECTION LIMIT, 0

NOTE: The detection limit for the compounds Acetone, 2-Hexanone,
is 3.0 ug/g

and 4-methyl-2-Pentanone
NA = NOT ANALYZED



-ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN WATER

ERT NO : 40221 CLIENT : UNIFIRST

FLD ID : TOOL BLANK SAMPLING SITE : WOBURN, MA

DATE ANALYZED : 12/02/8¢ DATE SAMPLED : 11/18/86
PARAMETER RESULT PARAMETER - RESULT

ug/l ug/l

CHLOROMETHANE BDL BROMOMETHANE BDL
VINYL CHLORIDE . BDL CHLOROETHANE o BDL
METHYLENE CHLORIDE BDL ACETONE BDL
CARBON DISULFIDE BDL 1,1-DICHLOROETHENE BDL
1,1-DICHLOROETHANE BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1,1-TRICHLOROETHANE ~ BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE BDL
BROMODICHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS~1,3-DICHLOROPROPENE BDL TRICHLOROETHENE BDL
DIBROMOCHLOROMETHANE ' BDL 1,1,2-TRICHLOROETHANE BDL
BENZENE BDL CIS-1,3-DICHLOROPROPENE BDL
2-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
Z-HEXANONE A BDL 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE ' BOL
ETHYL BENZENE BDL STYRENE BDL
TOTAL XYLENES BDL '

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE, D4 ittt

BENZENE,D§ 100
TOLUENE, D8 76
BROMOFLUOROBENZENE 121

BDL = BELOV DETECTION LIMIT, 10 ug/1

NOTE: The detection limit for the compounds Acetone, 2-Hexanone,
and 4-methyl-2-Pentanone is 50 ug/l
NA = NOT ANALYZED



"ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN OIL

ERT NO : 40047 CtIENT : UNIFIRST

FLD ID : HYDRAULIC OIL SAMPLING SITE : WOBURN, MA
DATE ANALYZED : 12/22/84 DATE SAMPLED : 11/10/86
PARAMETER : RESULT PARAMETER RESULT
ug/l ug/!l
CHLOROMETHANE BDL BROMOMETHANE BDL -
VINYL CHLORIDE BDL CHLOROETHANE BDL
METHYLENE CHLORIDE BDL ACETONE BDL
CARBON DISULFIDE - BDL 1,1-DICHLORETHENE BDL
1. 1-DICHLOROETHANE ~ BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1, 1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE BDL
BROMODICHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE BDL
"DIBROMOCHLOROMETHANE BDL 1,1,2-TRICHLOROQETHANE BDL
BENZENE BDL CIS-1,3-DICHLOROPROPENE BDL
1-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
2-HEXANONE | BDL 4-METHYL-2-PENTANONE , BDL
TETRACHLOROETHENE BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE BDL
ETHYL BENZENE BOL STYRENE : BDL
TOTAL XYLENES - BDL

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE, D4 101
BENZENE . Dé§ 100
TCLUENE, D8 89

BROMOFLUGROBENZENE 108

BDL = BELOW DETECTION LIMT, 10 ug/l

NOTE: The detection limit for the compounds Acetone, -2-Hexanone,
and 4-methyl-2-Pentanone is 50 ug/l

NA = NOT ANALYZED



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN WATER

ERT NO : 40048 CLIENT : UNIFIRST

FLD ID : UCé DRILL WATER SAMPLING SITE : WOBURN, MA

DATE ‘ANALYZED : 12/02/8¢ DATE SAMPLED : 11/10/86
PARAMETER ' ] RESULT PARAMETER RESULT

ug/l ug/l

CHLOROMETHANE BDL BROMOMETHANE BDL
VINYL CHLORIDE BDL CHLOROETHANE BDL
METHYLENE CHLORIDE BDL ACETONE 4 BDL
CARBON DISULFIDE BDL 1,1-DICHLOROETHENE BDL
1,1-DICHLOROETHANE BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1,1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE ‘ BDL VINYL ACETATE : BDL
" BROMODICHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE BDL
DIBROMOCHLOROMETHANE BDL 1,1,2-TRICHLOROETHANE BDL
BENZENE BDL CIS-1,3-DICHLOROPROPENE BDL
2-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
2-HEXANONE ) BDL 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE - BDL
ETHYL BENZENE ' BDL STYRENE BDL
TOTAL XYLENES BDL

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE , D4 107
BENZENE ,Dé 97
TOLUENE,D8 1
BROMOFLUOROBENZENE ‘ 120

BOL = BELOW DETECTION LIMIT, 10 ug/l

NOTE: The datection limit for the compounds Acetone, Z-Hexanone,
and 4-methyl-2-Pentanone is 50 ug/l
NA = NOT ANALYZED



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN WATER

ERT NO : 40215 CLIENT : UNIFIRST

FLD ID : SHIPPING BLANK ' SAMPLING SITE WOBURN, MA

DATE ANALYZED : 12/02/84 DATE SAMPLED : 11/14/86
PARAMETER RESULT PARAMETER RESULT

ug/l ug/l
CHLOROMETHANE BDL BROMOMETHANE BDL
VINYL CHLORIDE BDL CHLOROETHANE BDL
METHYLENE CHLORIDE BDL ACETONE BDL
CARBON DISULFIDE o BDL .1, 1-DICHLOROETHENE BDL
1,1- DICHLOROETHANE BDL TRANS-1,2-DICHLOROETHENE BDL

CHLOROFORH BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1,1-TRICHLOROETHANE ' BODL
CARBON TETRACHLORIDE BDL VINYL ACETATE BDL
BROMODICHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE BDL
DIBROMOCHLOROMETHANE BDL 1,1,2-TRICHLORQETHANE BDL
BENZENE BDL CIS-1,3-DICHLOROPRGPENE BDL
2-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
2-HEXANONE . BOL 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE BDL
ETHYL BENZENE . BDL STYRENE BDL
TOTAL XYLENES BDL

SURROCATE RECOVERY %

1,2-DICHLOROETHANE, D4 109
BENZENE D¢ 100
TOLUENE, D8 95
BROMOFLUOROBENZENE 119

BDL = BELOW DETECTION LIMIT, 10 ugll

NOTE: The detection limit for the compounds Acetone, 2-Hexanone,
and 4-methyl-2-Pentanone is 30 ug/!
NA = NOT ANALYZED



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
_VOLATILE ORGANIC COMPOUNDS IN SOIL

ERT NO : 40217 CLIENT : UNIFIRST
FLD ID : UC7 8S2 SAMPLING SITE : WOBURN, MA
DATE EXTRACTED : 11/21/8¢ - DATE SAMPLED : 11/17/864

DATE ANALYZED : 12/05/84

PARAMETER RESULT PARAMETER ' RESULT
ug/g . " uglg

CHLOROMETHANE _ BDL BROMOMETHANE BDL
VINYL CHLORIDE BDL CHLOROETHANE , BDL
METHYLENE CHLORIDE BDL ACETONE BDL
CARBON DISULFIDE BDL 1,1-DICHLOROETHENE BDL
1,1-DICHLOROETHANE BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM BDL " 1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1,1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE - BDL
BROMODICHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE , BDL
DIBROMOCHLOROMETHANE . BDL 1,1,2-TRICHLOROETHANE BDL
BENZENE BDL CIS-1,3-DICHLOROPROPENE BDL
1-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
2-HEXANONE ' BDL 4-METHYL-2-PENTANONE - BDL
TETRACHLOROETHENE BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE - BDL CHLOROBENZENE BDL
ETHYL BENZENE BDL STYRENE BDL
TOTAL XYLENES : BDL '

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE D4 160
BENZENE, D6 Y
TOLVENE, D8 ‘ 84

BROMOFLUOROBENZENE 111

BDL = BELOW DETECTION LIMIT, 0.50 ug/g

NOTE: The detection limit.for the compounds Acetone, 2-Hezanone,
and 4-methyl-2-Pentanone is 3.0 ug/g"

NA = NOT ANALYZED :



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN SOIL

ERT NO : 40219 CLIENT : UNIFIRST

FLD ID : UC7 554 SAMPLING SITE WOBURN, MA
DATE EXTRACTED : 11/21/86 DATE SAMPLED : 11/18/86

DATE ANALYZED : 12/05/8¢

PARAMETER RESULT PARAMETER RESULT
ug/g ug/g

CHLOROMETHANE VBDL ‘ BROMOMETHANE ’ BDL
VINYL CHLORIDE BDL CHLOROETHANE BDL
METHYLENE CHLORIDE BDL ACETONE BDL
CARBON DISULFIDE BDL 1,1-DICHLOROETHENE BDL
1,1-DICHLOROETHANE ‘ BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE - NA 1,1, 1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE BDL
BROMODICHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLORQETHENE BDL
DIBROMOCHLOROMETHANE BDL 1,1,2-TRICHLOROETHANE BDL
BENZENE BDL CIS-1,3-DICHLOROPROPENE BDL
2-CHLOROETHYL VINYL ETHER BDL BROMOFORM ' BDL
2-HEXANONE BDL 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE BDL
ETHYL BENZENE ~ BDL STYRENE . BDL
TOTAL XYLENES BDL

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE, D4 156
BENZENE,Dé 94
TOLUENE , D8 ‘ 83
BROMOFLUOROBENZENE 108

BDL = BELOW DETECTION LIMIT, 0.50  wug/g .

NOTE: The detection limit for the compounds Acetone, 2-Hexanone,
and 4-methyl-2-Pentanong is 3.0 ug/g

NA = NOT ANALYZED



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN WATER

ERT NO : 40222 CLIENT : UNIFIRST

FLD ID : DRILL WATER UC? SAMPLING SITE : WOBURN, MA
DATE ANALYZED : 12/02/86 DATE SAMPLED : 11/18/86
PARAMETER RESULT  PARAMETER RESULT
ug/l ug/!

CHLOROMETHANE BDL BROMOMETHANE BDL
VINYL CHLORIDE BDL CHLOROETHANE BDL
METHYLENE CHLORIDE BDL ACETONE BDL
CARBON DISULFIDE ‘ BDL 1,1-DICHLOROETHENE BDL
1,1-DICHLORQOETHANE BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1,1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE . BDL VINYL ACETATE BDL
BROMODICHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE BDL
DIBROMOCHLOROMETHANE BDL - 1,1,2-TRICHLOROETHANE BDL
BENZENE A BDL CIS-1,3-DICHLOROPROPENE BDL
2-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
2-HEXANONE BDL 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE BDL -1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE BDL
ETHYL BENZENE 2 BDL STYRENE BDL
TOTAL XYLENES BDL

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE, D4 108
BENZENE, D¢ 100
TOLUENE, D8 93
BROMOFLUOROBENZENE 123
BOL = BELOW DETECTION LIMIT, 10 ug/l

NOTE: The detection limit for the compounds Acetone, 2-Hexanone,
and 4-methyl-2-Pentanone is 30 ug/l
NA = NOT ANALYZED



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
- VOLATILE ORGANIC COMPOUNDS IN WATER

ERT NO : 40328 CLIENT : UNIFIRST

FLD ID : DRILL STEM WATER SAMPLING SITE : WOBURN, MA
DATE ANALYZED : 12/02/86 DATE SAMPLED : t1/21/8¢
PARAMETER RESULT PARAMETER RESULT
ug/l ug/l

CHLOROMETHANE BDL BROMOMETHANE BDL
VINYL CHLORIDE BDL. CHLOROETHANE BDL
METHYLENE CHLORIDE BDL ACETONE . BDL
CARBON DISULFIDE BDL 1,1-DICHLOROETHENE BDL
1,1-DICHLOROETHANE BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1, 1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE BDL
BROMODICHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE BDL
DIBROMOCHLOROMETHANE ’ BDL 1,1,2-TRICHLOROETHANE BDL
BENZENE BDL CIS~1,3-DICHLOROPROPENE BDL
2-CHLOROETHYL VINYL ETHER BDL .BROMOFORM - BDL
2 -HEXANONE BDL , 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE BDL
ETHYL BENZENE BDL STYRENE BOL
TOTAL XYLENES . BDL

T e e e e R e T T . - . = = = e - = ——— = ——— - . = -

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE, D4 109

BENZENE ,Dé 101

- TOLUENE, D8 9S
BROMOFLUOROBENZENE 115
BDL = BELOW DETECTION LIMIT, 10 ug/1

NOTE: The detection limit for the coﬁpounds Acetone, 2-Hexanone,
and 4-methyl-2-Pentanone is 50 ug/l
NA = NOT ANALYZED



'ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE OQRGANIC COMPOUNDS IN WATER

ERT NO : 40329 © CLIENT : UNIFIRST

FLD ID : SHIPPING BLANK SAMPLING SITE : WOBURN, MA

DATE ANALYZED : 12/02/86 DATE SAMPLED : 11/18/86
PARAMETER RESULT  PARAMETER RESULT

' ug/l ug/1

CHLOROMETHANE BDL BROMOMETHANE BDL
VINYL CHLORIDE BDL CHLOROETHANE BDL
METHYLENE CHLORIDE : BDL ° ACETONE BDL
CARBON DISULFIDE BDL 1,1-DICHLOROETHENE , BDL
1,1-DICHLOROETHANE . BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1, 1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE BDL
EROMODICHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE BDL
DIBROMOCHLOROMETHANE BDL 1,1,2-TRICHLOROETHANE BDL
BENZENE BDL CIS-1,3-DICHLOROPROPENE BDL
2-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
2-HEXANONE BDL 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE BDL
ETHYL BENZENE BDL STYRENE BDL
TOTAL XYLENES BDL

.__-___-..-_-__-__--__—--—---------_-.._-.__-------—------------_------—----------.

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE, D4 114
BENZENE,Dé 97

TOLUVENE , D8 99
BROMOFLUOROBENZENE 120

BDL = BELOW DETECTION LIMIT, 10 ug/l

NOTE: The detection limit for the compounds Acefone, i-Hezanone,
and 4-methyl-2-Pentanone is 50 ug/l
‘NA = NOT ANALYZED



"ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS I[N AIR

UNIFIRST

ERT NO 40648 CLIENT

FLD ID TEST PIPE #1 (LEFT) SAMPLING SITE WOBURN, MA

DATE ANALYZED 12/04/86 DATE SAMPLED 12/04/8¢
PARAMETER RESULT PARAMETER RESULT
: ng/25 ng/23

ml syringe ml syringe
CHLOROMETHANE BDL BROMOMETHANE BDL
VINYL CHLORIDE BDL CHLOROETHANE BDL
METHYLENE CHLORIDE BDL ACETONE BDL
CARBON DISULFIDE _BDL 1,1-DICHLORETHENE BDL
1,{-DICHLCROETHANE BDL TRANS-I,Z-DICHLOROETHENE BDL
CHLOROFORM BDL 1,2-DICHLOROETHANE BDL
2 -BUTANONE , NA 1,1,1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE BDL
BROMODICHLOROMETHANE BOL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE BDL
DIBROMOCHLOROMETHANE BDL 1,1,2-TRICHLOROETHANE BDL
BENZENE BDL CIS-t,3-DICHLOROPROPENE BDL
1-CHLORQETHYL VINYL ETHER BDL BROMOFORM . BDL
. 2-HEXANONE BDL 4-METHYL-2-PENTANONE BDL

TETRACHLOROETHENE BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE BDL
ETHYL BENZENE BDL STYRENE BDL
TOTAL XYLENES BDL

BDL = BELOW DETECTION LIMIT, 10 ng/25 ml syringe
NOTE: The detection limit for the compounds Acetone, 2-Heganone,
and 4-methyl-2-Pentanone is 50 ng/25 ml syringe

NA = NOT ANALYZED



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN AIR

UNIFIRST

ERT NO 40649 CLIENT

FLD ID TEST PIPE #2 (RIGHT) SAMPLING SITE WOBURN, MA

DATE ANALYZED 12/04/8¢ DATE SAMPLED 12/04/8¢
PARAMETER RESULT PARAMETER RESULT

ng/23s ng/2s
ml syringe ml syringe

CHLOROMETHANE BDL BEROMOMETHANE BDL
VINYL CHLORIDE BDL CHLOROETHANE BDL
METHYLENE CHLORIDE BDL ACETONE BDL
CARBON DISULFIDE BDL 1,1-DICHLORETHENE BDL
1,1-DICHLOROCETHANE BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE NA t,1,1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE v BDL
BROMODICHLOROMETHANE - BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE BDL
JIBROMOCHLOROMETHANE BDL 1,1,2-TRICHLOROETHANE BDL
EENZENE BDL CIS-1,3-DICHLOROPROPENE BDL
2-CHLOROETHYL VINYL ETHER BDL BROMOFQRM BDL
2-HEXANONE _ BDL . 4-METHYL-2-PENTANONE BOL
TETRACHLORQETHENE BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE BDL
ETHYL BENZENE BDL STYRENE BDL
TOTAL XYLENES BDL
BDL = BELOW DETECTION LIMIT. 10 ng/25 ml! syringe

NOTE: Tha detection limit for the compounds Acetone, 2-Hezanone,
and 4-methyl-2-Pentanone is S0 ng/25 ml syringe

NA = NOT ANALYZED



"ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN WATER

ERT NO : 40483 CLIENT : UNIFIRST

FLD ID : MB840921 SAMPLING 'SITE : ERT CONCORD
DATE ANALYZED : 12/02/8¢ DATE SAMPLED : 12/02/84
PARAMETER ' RESULT PARAMETER RESULT
ug/l ug/!

CHLOROMETHANE . BDL BROMOMETHANE BDL
VINYL CHLORIDE BDL CHLOROETHANE BDL
METHYLENE CHLORIDE BDL ACETONE ) 110
CARBON DISULFIDE BDL 1,1-DICHLOROETHENE BDL
1,1-DICHLOROETHANE BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM BDL ) 1,2-DICHLOROETHANE BDL
2-BUTANONE . NA 1,1, 1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE BDL
BROMODICHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE . BDL
DIBROMOCHLOROMETHANE BDL 1,1,2-TRICHLOROETHANE BDL
BENZENE BDL CIS-1,3-DICHLOROPROPENE BDL

" 2-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
2-HEXANONE BDL 4-METHYL-2-PENTANONE BDL
"TETRACHLOROETHENE BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE BDL
ETHYL BENZENE BDL STYRENE BDL
TOTAL XYLENES BDL

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE , D4 99

BENZENE D¢ . 97
TOLUENE.D8 100
BROMOFLUOROBENZENE 117

BDL = BELOW DETECTION LIMIT, 10 ug/l

NOTE: The detection limit for the compounds Acetone, 2-Hezanone,
and 4-methyl-2-Pentanone is 50 ug/!
NA = NOT ANALYZED



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN WATER \

ERT NO : 40879 CLIENT : REI,CSX TRANSPORTATION

FLD ID : MB8é40928 SAMPLING SITE : ERT CONCORD
- DATE ANALYZED : 12/04/8¢ DATE SAMPLED 12/04/86
PARAMETER RESULT PARAMETER ' RESULT
ug/l ug/l

CHLOROMETHANE © BDL BROMOMETHANE BDL
VINYL CHLORIDE BDL CHLOROETHANE BDL
METHYLENE CHLORIDE BDL ACETONE ‘ BDL
CARBON DISULFIDE BOL 1, 1-DICHLOROETHENE BDL
1,1-DICHLOROETHANE BOL . TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM _ BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1,1-TRICHLOROQETHANE BDL
CARBON TETRACHLORIDE. BDL VINYL ACETATE BDL
BROMODICHLOROMETHANE BDL "~ 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE . BDL
‘DIBROMOCHLOROMETHANE BDL 1,1,2-TRICHLOROETHANE BDL
BENZENE BDL €CIS-1,3-DICHLOROPROPENE BDL
1-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
Z-HEXANONE ' BDL ~ 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE BDL 1,1,2,2-TETRACHLOROETHAN BDL
TOLUENE ' BDL CHLOROBENZENE ' BDL
ETHYL BENZENE _ BDL STYRENE BDL
TOTAL XYLENES BDL

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE, D4 133
BENZENE ,Dé 110
TOLUENE, D8 104
EROMOFLUOROBENZENE 121
BDL = BELOW CETECTION LIMIT, 10 ug/l

NOTE: The detection limit for the compounds Acetone, 2-Hexanone,
and 4-methyl-2-Pentanone is S0 ug/l i
NA = NOT ANALYZED



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN WATER

ERT NO : 40880 - CLIENT : REI,CSX TRANSPORTATION

FLD ID : MEB6092% . SAMPLING SITE : ERT CONCORD

DATE ANALYZED : 12/05/86 DATE SAMPLED : 12/05/86
PARAMETER RESULT  PARAMETER RESULT

' ug/l ug/l

CHLOROMETHANE BDL BROMOMETHANE - BDL
VINYL CHLORIDE BDL CHLOROETHANE BDL
METHYLENE CHLORIDE BDL ACETONE : BDL
CARBON DISULFIDE BOL 1,1-DICHLOROETHENE - BDL
1,1-DICHLOROETHANE BDL TRANS-1,2-DICHLOROETHENE BDL'
CHLOROFORM BDL 1,2-DICHLOROETHANE " BDL
2-BUTANONE ' NA 1,1,1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE ‘ BDL
BROMODICHLOROMETHANE - BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE - BDL
DIBROMQCHLOROMETHANE BDL 1,1,2-TRICHLOROETHANE BDL
BENZENE BDL CIS-1,3-DICHLOROPROPENE BDL
2-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
2 -HEXANONE . BDL 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE EDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUVENE BDL CHLOROBENZENE BDL
ETHYL BENZENE BDL STYRENE BDL

TOTAL KYLENES . - BDL

SURROGATE RECOVERY, %

"1,2-DICHLOROETHANE , D4 157
BENZENE,Dé 106
TOLUENE, D8 . 103
BROMOFLUORGBENZENE ‘118

BOL = BELOW DETECTION LIMIT, 10  wug/l

_ NOTE: The detection limit for the compounds»Agetone,'z-Hexanohe,
and 4-methyl-2-Pentanone is 50 ug/l
NA = NOT ANALYZED



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN SOIL

ERT NO : 40887 CLIENT : REI,CSX TRANSPORTATION

FLD ID : MBB860B8SR SAMPLING SITE : ERT CONCORD
DATE EXTRACTED : 12/04/84 DATE SAMPLED : 12/04/8¢

DATE ANALYZED : 12/04/8¢

PARAMETER , RESULT PARAMETER ' - RESULT

ug’g : ug/g

CHLOROMETHANE . BDL BROMOMETHANE BDL
VINYL CHLORIDE BDL CHLOROETHANE BDL
METHYLENE CHLORIDE . BDL ~  ACETONE BDL
CARBON DISULFIDE - BDL 1,1-DICHLOROETHENE BDL
1, 1-DICHLOROETHANE BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1,1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE 1.6
BROMODICHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1, 3-DICHLOROPROPENE BDL TRICHLOROETHENE . BDL
DI1BROMOCHLOROMETHANE BDL 1,1,2-TRICHLOROETHANE BDL
BENZENE BDL CIS-1,3-DICHLOROPROPENE BDL
2-CHLOGROETHYL VINYL ETHER BDL BROMOFORM BDL
2-HEXANONE BDL 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE BDL
ETHYL BENZENE BDL STYRENE BDL
TOTAL XYLENES 0.40

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE, D4 143
BENZENE,D§ . 102
TOLUENE . D8 91

BROMCFLUOROBENZENE 113

BDL = BELOW DETECTION LIMIT, 0.60 ug/g

NOTE: The detection limit for the compounds Acetone, 2-Hexzanone,
and 4-methyi-2-Pentanone is 3.0 ug/g

NA = NOT ANALYZED



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN SOIL

ERT NO : 40883 CLIENT : REI,CSX TRANSPORTATION
FLD ID : MB84090¢ SAMPLING SITE : ERT CONCORD
DATE EXTRACTED : 11/24/8¢ DATE SAMPLED : 12/05/86

DATE ANALYZED : 12705786

PARAMETER RESULT PARAMETER ) RESULT
: ug/gq ug/g

CHLOROMETHANE ' BDL BROMOMETHANE BDL
VINYL CHLORIDE BDL - CHLOROETHANE ' BDL
METHYLENE CHLORIDE . BDL ACETONE BDL
CARBON DISULFIDE BDL 1,1-DICHLORQETHENE : BDL
1,1-DICHLOROETHANE BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM _ BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1, 1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE 1.5
BROMODICHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE BDL
DIBROMOCHLOROMETHANE BDL : 1,1,2-TRICHLOROETHANE BDL
BENZENE BDL Cl1S-1,3-DICHLOROPROPENE BDL
2-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
2-HEXANONE BDL 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE ) ‘ BDL CHLOROBENZENE BDL
ETHYL BENZENE BDL STYRENE BDL
TOTAL XYLENES 0.70

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE , D4 157

BENZENE,D$ 92
TOLUENE, D8 92
BROMOFLUOROBENZENE 125
BDL = BELOW DETECTION LIMIT, 0 60 uglq

NOTE: The detection limit for the compounds Acetone, 2-Hezanone,
and 4-methyl-2-Pentanone is 3.0 ug/g
NA = NOT ANALYZED



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
VOLATILE ORGANIC COMPOUNDS IN WATER

ERT NO : 41228 CLIENT : UNIFIRST

FLD ID : MBB&0947 ) SAMPLING SITE : ERT CONCORD

DATE ANALYZED : 12/22/86 DATE SAMPLED : 12/22/8%
PARAMETER RESULT PARAMETER RESULT

ug/1l ug/l

CHLOROMETHANE BDL BROMOMETKANE BDL
VINYL CHLORIDE BDL CHLOROETHANE BDL
METHYLENE CHLORIDE BDL ACETONE BDL
CARBON DISULFIDE BDL 1,1-DICHLOROETHENE BDL
1,1-DICHLOROETHANE BDL TRANS-1,2-DICHLOROETHENE BDL
CHLOROFORM BDL 1,2-DICHLOROETHANE BDL
2-BUTANONE NA 1,1, 1-TRICHLOROETHANE BDL
CARBON TETRACHLORIDE BDL VINYL ACETATE BDL
BROMODICHLOROMETHANE BDL 1,2-DICHLOROPROPANE BDL
TRANS-1,3-DICHLOROPROPENE BDL TRICHLOROETHENE BDL
DIBROMOCHLOROMETHANE BDL 1,1,2-TRICHLOROETHANE BDL
BENZENE BDL CIS-1,3-DICHLOROPROPENE BDL
2-CHLOROETHYL VINYL ETHER BDL BROMOFORM BDL
2-HEXANONE BDL 4-METHYL-2-PENTANONE BDL
TETRACHLOROETHENE BDL 1,1,2,2-TETRACHLOROETHANE BDL
TOLUENE BDL CHLOROBENZENE BDL
ETHYL BENZENE BDL STYRENE BDL
TOTAL XYLENES BDL '

SURROGATE RECOVERY, %

1,2-DICHLOROETHANE , D4 112
BENZENE,Dé 105
TOLUENE, D8 100
BROMOELUOROBENZENE 114
BDL = BELOW DETECTION LIMIT, 10 ug/!

NOTE: The detection limit for the compounds Acetone, 2-Herzanone,
and 4-methyl-2-Pentanone is 50 ug/l
NA = NOT ANALYZED



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
QUALITY CONTROL CHECK SAMPLES

VOLATILE ORGANIC COMPOUNDS

ERT NO : 40493 DATE SAMPLED : 12/02/8¢
FLD ID : LF861032 CLIENT : UNIFIRST
SAMPLING SITE : ERT CONCORD

PARAMETER % RECOVERY

| 1-DICHLOROETHENE 50
TRICHLOROETHENE 104
BENZENE 108
TOLVENE 1d6

CHLOROBENZENE 106



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
QUALITY CONTROL CHECX SAMPLES

VOLATILE CRGANIC COMPOUNDS

ERT NO 40883 DATE SAMPLED : 12/04/8%¢

FLD ID LF861038 CLIENT : UNIFIRST :
SAMPLING SITE : ERT CONCORD

PARAMETER % RECOVERY

{,1-DICHLOROETHENE 64

TRICHLOROETHENE 102

BENZENE 94

TCLUENE 9S

CHLOROBENZENE 97



ERT ANALYTICAL LABORATORY
SUMMARY OF ANALYTICAL RESULTS
QUALITY CONTROL CHECKX SAMPLES

VOLATILE ORGANIC COMPOUNDS

ERT NO : 40884 DATE SAMPLED : 12/05/84
FLD ID : LF861039 CLIENT : UNIFIRST
SAMPLING SITE : ERT CONCORD

PARAMETER % RECOVERY
L 1-DICHLOROETHENE g4
TRICHLOROETHENE 94
BENZENE 92
TOLUENE 90

CHLOROBENZENE 90
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ERT ANALYTICAL LABORATOERY
SUMMARY OF ANALYTICAL RESULTS
QUALITY CONTROL CHECK SAMPLES
‘VOLATILE ORGANIC COMPOUNDS

ERT NO : 4122 DATE SAMPLED : 12/22/8¢4
FLD ID : LF861099 CLIENT : UNIFIRST
SAMPLING SITE : ERT CONCORD

PARAMETER % RECOVERY
|.1-DICHLOROETHENE 63
TRICHLOROETHENE 88
BENZENE 124
TOLUENE 88
CHLOROBENZENE 86



